
Semiconductor Microelectronics and Nanoelectronics Programs 121

PROCESS METROLOGY PROGRAM
Device scaling has been the primary means by which the semiconductor industry has achieved 

unprecedented gains in productivity and performance quantifi ed by Moore’s Law. Until 

recently only modest changes in the materials used have been made. The industry was able 

to rely almost exclusively on the three most abundant elements on Earth — silicon, oxygen, 

and aluminum.

Recently, however, copper has been introduced for interconnect conductivity, replacing alu-

minum alloys. A variety of low-dielectric constant materials are being introduced to reduce 

parasitic capacitance, replacing silicon dioxide. As dimensions continue to shrink, the tradi-

tional silicon dioxide gate dielectric thickness has been reduced to the point where tunneling 

current has become signifi cant and is compromising the performance of the transistors. This 

is requiring the introduction of higher dielectric constant materials. Initially the addition of 

nitrogen to the gate material is suffi cient, but in the near future more exotic materials such as 

transition metal oxides, silicates, and aluminates will be required. As dimensions are reduced, 

gate depletion effects and dopant diffusion through the gate dielectric are limiting transistor 

performance. With the replacement of the traditional silicon dioxide/polysilicon gate stack 

processes with materials capable of supporting ever shrinking geometries, the task of the 

industry becomes more diffi cult. The overall task represented by the projects below refl ects 

the need for analytical techniques with unparalleled spatial resolution, accuracy, robustness 

and ease of use.

Accurate metrology of process gases is essential for reproducible manufacture of semiconduc-

tor products. Critical physical parameters need to be measured on a wide variety of reactive 

and non-reactive process gases, allowing the accurate calibration of fl ow meters and residual 

gas analyzers. Water contamination at extremely low levels in process gases presents seri-

ous manufacturing diffi culties. Accurate calibration of water vapor at extremely low vapor 

pressures is required.

Accurate metrology of process gases is essential for reproducible manufacture of semicon-

ductor products and a wide variety of metrology issues emerge in plasma, chemical vapor, 

and rapid thermal processing steps used in semiconductor manufacture.
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GAS PROPERTY DATA AND FLOW STANDARDS 
FOR IMPROVED GAS DELIVERY SYSTEMS

GOALS

NIST will measure the thermophysical proper-

ties of the gases used in semiconductor process-

ing. The property data will improve the modeling 

of chemical vapor deposition and the calibration 

of mass fl ow controllers (MFCs). As the data are 

acquired, they will be posted to an online data-

base. 

NIST also will develop primary standards for 

gas fl ow in the range from 10
-7
 to 10

-3
 mol/s 

and transfer this fl ow measurement capability to 

the US semiconductor industry (10
-6
 mol/s ≈1.3 

standard cubic centimeters per minute (sccm)).

CUSTOMER NEEDS

The 2003 International Technology Roadmap 
for Semiconductors (ITRS) emphasizes that the 

grand challenge for front-end processes is “ma-

terial limited device scaling.” The Modeling 

and Simulations section reinforces this theme: 

“Modeling and simulation tools in equipment, 
process, device, package, patterning, and inter-
connect are only as good as the input materials 
parameters. In many cases, these parameters 
are not known. Databases ... are needed.” Meet-

ing this challenge will require improvements in 

MFCs for the deposition and etching of diverse 

new materials. Thermal MFCs meter a wide va-

riety of toxic, fl ammable, and corrosive gases 

over a large range of fl ow rates. Elements neces-

sary for improved MFCs will be accurate models 

of gas properties and reliable physical standards 

for gas fl ow.

Participants at an industry workshop at NIST 

identifi ed the gases and properties of highest 

priority, and they recommended publishing the 

property values in a public, Web-based database. 

The gases include process gases, “surrogate” 

calibration gases, and binary mixtures of process 

and carrier gases. The identifi ed properties and 

required uncertainties include the following.

heat capacity at constant pressure ±0.1 %

equation of state (gas density) ±0.1 %

viscosity ±0.5 %

thermal conductivity ±0.5 %

The workshop also required the following uncer-

tainties for physical standards for gas fl ow.

#

#

#

#

primary standards for gas fl ow ±0.025 %

transfer standards for gas fl ow ±0.1 %

TECHNICAL STRATEGY

We are measuring the speed of sound u(T, p) in 

process gases and in the surrogate gases that are 

often used for calibration. The speed-of-sound 

data have relative standard uncertainties of 

0.01 %. Measurement conditions range as high 

as 425 K and 1500 kPa (or to 80 % of the vapor 

pressure for condensable gases). Figure 1 shows 

an example of such data. The speed-of-sound 

data are used to determine the ideal-gas heat- 

capacity C
p
0(T) with the targeted uncertainty 

of 0.1 %. The pressure and temperature-depen-

dences of  u(T, p) are correlated with model two-

body and three-body intermolecular potentials. 

These potentials are used to calculate the virial 

equation of state for the density ρ(T, p) and to 

get fi rst estimates of the viscosity η(T) and the 

thermal conductivity κ(T). For gases where reli-

able data exist, we verifi ed that results calculated 

in this way have uncertainties that are less than 

0.1 % for density, 10 % for viscosity, and 10 % 

for thermal conductivity from 200 K to 1000 K.

#

#

Figure 1.  Speed of sound in tungsten hexafl uoride as 
a function of pressure along isotherms.

Technical Contacts:

Robert F. Berg

John J. Hurly

Michael R. Moldover 

“I was pleasantly sur-

prised when I came 

across your database of 

thermophysical proper-

ties of gases used in the 

semiconductor industry. 

It was virtually exactly 

what I was searching 

for.”
Bob Rathfelder, 
Project Engineer, 
Parker Hannifi n 
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Figure 2.  Second-generation acoustic viscometer 
made from Monel for use with corrosive gases.

Figure 3.  Sample page from on-line database 
located at http://properties.nist.gov/semiprop/. Figure 4.  Comparison of three primary fl ow meters. 

The transfer standard compared the constant-
pressure fl ow meter (circles) with the gravimetric 
fl ow meter (squares) and a constant-volume fl ow 
meter (triangles). (1 µmol/s ≈ 1.3 sccm.)

We also are developing novel acoustic techniques 

to measure the viscosity and thermal conductiv-

ity with uncertainties of less than 0.5 % as speci-

fi ed by the industry workshop. Figure 2 shows 

a second-generation acoustic viscometer made 

from Monel. Throughout the project, the results 

will be made available to industry through publi-

cations in professional journals, presentations at 

professional meetings, and entries in an on-line 

database at http://properties.nist.gov/semiprop 

(see Fig. 3).

We have developed a diverse series of primary 

standards for gas fl ow. The fi rst was a constant-

volume (pressure rate-of-rise) primary stan-

dard that we developed to measure fl ows up to 

10-3 mol/s with uncertainties of about 0.1 %. It 

has been replaced by a constant-pressure (vari-

able volume) standard that can operate at pres-

sures from 0.5–9 atmospheres. The third prima-

ry standard is gravimetric; fl ow measurements 

made by a transfer standard are integrated and 

compared to the weight change of a gas bottle. 

The second and third standards have a standard 

uncertainty of 0.02 %. Figure 4 demonstrates the 

accuracy of the fl ow standards.

Transfer standards allow the primary fl ow 

standards at NIST to be compared to fl ow meters 

at other locations, such as MFC manufacturers. 

Although a fl ow meter manufacturer often uses 

its own primary standard, comparisons with 

NIST allow the manufacturer to demonstrate 

profi ciency and, if necessary, provide traceability 

to NIST. For this purpose, we have developed a 

series of very stable transfer standards based on 

laminar fl ow through a thermostatted duct. The 

fi rst generation used a stainless steel, helical 

duct of rectangular cross-section. It was used 

to perform on-site profi ciency tests of industrial 

fl ow standards at fabrication facilities and MFC 

manufacturers. The second-generation transfer 

standard uses quartz capillaries with a circular 

cross-section, which are available commercially 

for gas chromatography.  It has been used for 

comparisons with metrological institutes of 

other countries as well as manufacturers of fl ow 

meters. Its standard uncertainty is 0.03 %. The 

third-generation standard improves convenience 

by combining the quartz capillary with com-

mercial instrumentation to measure pressure and 

temperature.

DELIVERABLES: Install new spherical resonator for 

measuring the speed of sound in the hazardous gases 

facility. 2Q 2005.  Calibrate resonator by 3Q 2005.

A cylindrical resonator was used to study nine 

process gases, but it must be replaced due to con-

tamination. A spherical resonator has been fabri-

cated and will be installed in the hazardous gas 

handling facility. The spherical resonator will be 
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capable of producing higher accuracy measure-

ments than the cylindrical resonator.

DELIVERABLES: Develop improved model of acous-

tic viscometer by 2Q 2005, develop model of acoustic 

thermal conductivity resonator by 3Q 2005.

The second-generation Greenspan viscometer 

incorporates lessons learned from the previous 

device, thereby allowing an improved acoustic 

model. The model of the thermal conductivity 

acoustic resonator will need to be tested and fur-

ther developed from calibration measurements.  

DELIVERABLES: Install second-generation Greens-

pan viscometer in hazardous gas facility by 

1Q FY2005; write and test automation software by 

1Q FY2005. Install gas thermal conductivity device in 

test facility by 2Q FY2005; write and test automation 

software by 3Q FY2005.

The improved Greenspan viscometer will be 

installed in the existing hazardous gas handling 

facility and the software running the apparatus 

modifi ed. The thermal conductivity acoustic res-

onator needs to be incorporated into the facility 

to provide temperature and pressure control, and 

the computer code developed to run the system. 

DELIVERABLES: From the speed-of-sound measure-

ments, determine the ideal-gas heat capacity and 

equation of state for each species. Calibration gases 

by 2Q 2005, octafl uoro-cyclobutane by 3Q 2005, and 

ammonia 4Q 2005.

DELIVERABLES: Measure the transport properties 

in the semiconductor process gases identifi ed by the 

customer.  Calibration gases by Q1 2005, octafl uoro-

cyclobutane by 3Q 2005, ammonia 4Q 2005. 

Each new resonator must be calibrated with test 

gases such as helium and argon.  After calibra-

tion and the appropriate safety assessments, the 

measurements of the semiconductor process 

gases will begin. 

DELIVERABLES: Update on-line database by 

4Q 2004, publish viscosity measurements in NF3 and 

N2O by 2Q 2005. 

The measurements will be disseminated through 

papers in professional journals, talks given at 

professional meetings, and the on-line database.

DELIVERABLE: Submit to archival journal a paper on 

primary gas fl ow standards by 1Q 2005.

DELIVERABLE: Repackage transfer standard based 

on commercial measurement package by 2Q 2005.

The third-generation transfer standard will use 

commercial instrumentation to measure the pres-

sures and temperature of gas fl owing through a 

quartz capillary. The commercial instrumentation 

will improve the fl ow meter’s convenience, and 

the quartz capillary will be the similar to that of 

the second-generation standard. Using the same 

capillary and model will ensure an uncertainty of 

0.1 %. An improved design based on preliminary 

tests will improve the reliability of the capillary 

package.

DELIVERABLE: Test prototype Coriolis fl ow meter for 

gases by 2Q 2005.

Coriolis fl ow meters are the only devices that 

measure directly mass fl ow rate instead of a sec-

ondary quantity such as velocity or heat loss. 

The prototype fl ow meter is designed to measure 

the small Coriolis forces induced by fl ows less 

than 1000 sccm.

DELIVERABLE: Draft SP-250 for gas fl ow calibrations 

by 3Q 2005.

The SP-250 document will be used to establish 

a routine calibration service at NIST for gas 

fl ows in the range from 10-7 to 10-3 mol/s (0.1 to 

1000 sccm).

ACCOMPLISHMENTS

We designed and assembled a second-genera-

tion Greenspan viscometer. Its Monel construction 

allows the study of corrosive process gases.

We measured the speed of sound in the 

process gases Cl
2
, NF

3
, and N

2
O. Typically, the 

standard uncertainty of the speed of sound was 

less than 0.01 %.  From these data the ideal-gas 

heat-capacity was determined to within 0.1 %, 

and an equation of state was developed to predict 

the gas densities to within 0.1 %. Viscosity was 

measured in these three gases plus CF
4
 and C

2
F

6
 

with an uncertainty of approximately 0.5 %.

We continued to provide immediate access to 

our results by updating the database of gas proper-

ties at http://properties.nist.gov/semiprop/.

We verifi ed the accuracy of the primary fl ow 

meters by comparing the lower and upper ends 

of their ranges with other, overlapping NIST 

fl ow meters. Near both the lower end (0.3 sccm) 

and the upper end (1000 sccm) the agreement of 

0.03 % was within the mutual uncertainty of the 

comparison. 

#

#

#

#
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We used the second-generation transfer stan-

dard and a prototype of the third-generation trans-

fer standard to make a comparison of gas fl ows 

with a manufacturer of mass fl ow controllers. 

# We improved the temperature control of 

the constant-pressure primary fl ow meter to 

0.01 K. We used additional temperature and 

volume measurements to further characterize 

this primary standard. 

RECENT PUBLICATIONS
R. F. Berg and S. A. Tison,  “Two primary standards for 

low fl ows of gases,” J. Res. Natl. Inst. Stan.,  109, 435-450 

(2004).

R. F. Berg,  “Simple fl ow meter and viscometer of high ac-

curacy for gases,”  Metrologia, 42,  11-23 (2005).

J. J. Hurly, “Viscosity and speed of sound of gaseous nitrous 

oxide and nitrogen trifl uoride measured with a greenspan 

viscometer,” Int. J. Thermophys, 25, 625-641(2004).

#
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“The LFPG is the ‘Gold’ 

standard for moisture 

generation and after 

the round robin experi-

ments it is possible for 

the industry to talk about 

moisture measurements 

that can be compared to 

the standard.”
Suhas Ketkar, 
Air Products and Chemicals

Technical Contacts:

J. T. Hodges

D. Ripple

K. Bertness

Figure 1.  NIST Low Frost-Point (humidity) 
Generator.

LOW CONCENTRATION OF HUMIDITY STANDARDS

GOALS

The primary objective is to establish quantitative 

standards enabling the accurate measurement of 

trace quantities of water vapor (< 1013 molecules 

cm-3). This effort supports the development and 

application of commercial humidity sensors used 

for gas purity measurements and inline monitor-

ing and process control — functions that are rel-

evant to minimizing wafer misprocessing.

CUSTOMER NEEDS

As discussed in the 2004 International Technol-
ogy Roadmap for Semiconductors (ITRS) in the 
chapter entitled Metrology, the evolution of sen-
sor-based metrology for integrated manufactur-
ing requires the development of in-situ sensors 
enabling in-time measurements.  In Table 115 
entitled Metrology Diffi cult Challenges, the need 
for robust and accurate sensor technology and 
impurity detection in starting materials is high-
lighted. Of the known impurities in processing 

gases, water vapor is one of the most ubiquitous 

and diffi cult to eliminate.  Thus its measurement 

and control is often critical to various semicon-

ductor-related processes.  The 2004 ITRS also 

includes greater emphasis on epitaxial process-

es that use gases as source materials, including 

SiGe and III-V semiconductor requirements in 

Tables 55a (for power amplifi ers) and Table 121 

(extension of physical models to III-V semicon-

ductors).

Although a variety of high sensitivity sensors of 

water vapor are available, most do not directly 

measure water in the gas phase.  Rather they 

typically respond to moisture-induced changes 

in bulk or surface properties associated with 

the adsorption of water vapor. Consequently, a 

rigorous fi rst-principles determination of sensor 

response is often precluded, thus compromising 

accuracy.  Moreover, since many such devices 

exhibit drift and poor reproducibility, frequent 

recalibration is required.  Interpretation of these 

measurements is also complicated by complex 

physical interactions of water vapor with techni-

cal surfaces in transfer lines, in reaction cham-

bers and in sensor housings.

TECHNICAL STRATEGY

The development of accurate and robust water 

vapor sensors requires well-characterized refer-

ence standards against which such devices can 

be evaluated. This should include a primary 

method of measurement for water vapor con-

centration and a complementary method yield-

ing high-precision and stable sources of water 

vapor. By providing access and traceability to 

the unique capabilities at NIST discussed below, 

instrument manufacturers and sensor users can 

assess the overall performance and accuracy of 

their measurements.  

Our strategy is to establish complementary ca-

pabilities in high-precision generation and mea-

surement of water vapor. To address these re-

spective needs, we have developed a thermody-

namically based humidity source and high-sen-

sitivity optical absorption measurement methods 

discussed below.  The thermodynamic humidity 

source, known as the Low Frost-Point Genera-

tor (LFPG) (see Fig. 1 and Fig. 2), serves as the 

project cornerstone and is capable of delivering 

3 mmol to 3 nmol of water vapor per mole of dry 

gas. Here the water vapor concentration in a gas 

stream is precisely controlled by active regula-

tion of the saturator temperature and pressure. 

As such, the LFPG is ideally suited for testing 

the performance of various sensing and humidity 

generation technologies.  To date, it is has been 

used to characterize water vapor measurement 

and generation systems at the research and de-

velopment stage as well as commercial devices.
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Figure 2.  Steady state response of saturator control 
thermometers in NIST Low Frost-Point Humidity 
Generator.

1. A common technology used by the semicon-

ductor industry for delivering controlled quanti-

ties of water vapor is based upon the controlled 

permeation of water vapor (called permeation 

tube generator (PTG)) through a material, fol-

lowed by mixing and dilution with a dry gas of 

known fl ow rate. We have constructed a calibra-

tion system for water permeation tubes, compar-

ing permeation tubes to the LFPG using a com-

mercial water vapor sensor as a nulling device. 

This approach constitutes an effi cient and low-

cost mechanism for the dissemination of NIST 

trace humidity standards. Experience with the 

system has revealed several limitations of tradi-

tional implementations, including deviations of 

the output from the equation generally used to 

predict the temperature dependence of the per-

meation rate. 

DELIVERABLES: Complete uncertainty analysis of 

permeation-tube calibration system. 3Q 2005.  Com-

plete study of temperature dependence of permeation 

tubes.  1Q 2006.

2. The basis for the LFPG as a humidity stan-

dard is knowledge of the temperature-dependent 

ice vapor pressure.  The most commonly used 

correlation is that developed by Wexler of NBS. 

By generating a single moisture concentration 

either directly with the LFPG, or by diluting the 

water vapor/gas mixture produced by the LFPG 

with dry gas, we have validated the Wexler cor-

relation. 

DELIVERABLES:  Quantitatively analyze and publish 

measurements of dilution tests. 4Q 2005

3. The LFPG is currently limited to generating 

greater than 3 nmol mol-1 of water vapor in N
2
 

based on the minimum achievable temperature 

of the saturator, and knowledge of the ice vapor 

pressure discussed above. We have recently 

demonstrated a new strategy for pmol mol-1 -level 

humidity generation using dry-gas dilution of the 

water vapor/gas mixtures produced by the LFPG 

output streamifi ed. Presently, we are establishing 

the uncertainties and optimal methodologies for 

this technique.

DELIVERABLES: Document methods and uncertainty 

of extending the LFPG to pmol mol-1 levels of humidity 

generation. 4Q 2005

4. To complement our established capability 

in precision generation of trace humidity levels, 

we are developing absolute techniques based 

upon the absorption of visible and near-infrared 

laser radiation.  Water vapor has an absorption 

spectrum comprising thousands of distinct rovi-

brational absorption transitions in this spectral 

region. Thus, the concentration of water vapor 

can be readily determined in terms of measure-

ments of sample absorbance and independently 

determined absorption line intensities.  Recent 

advances in source and detector technology, 

and new spectroscopic techniques that extend 

the sensitivity of laser absorption measurements 

now enable the precise sensing of water vapor 

at concentrations below 1010 molecules cm-3.  To 

account for line broadening effects, and mitigate 

interference effects associated with absorption by 

other species the most precise absorption mea-

surements require that individual transitions be 

spectrally resolved.  This demands a technique 

having a frequency resolution much smaller than 

the characteristic widths of the absorption transi-

tions, and requires that the frequency intervals in 

the measured spectrum be accurately determined.  

By combining high spectral resolution with high 

precision absorbance measurements, the water 

vapor concentration can be found independent-

ly of the composition of the carrier gas. Of the 

optical absorption methods, cavity ring-down 

spectroscopy (CRDS) is expected to be the most 

suitable for a primary method. CRDS is a cav-

ity-enhanced optical absorption technique that 

has high sensitivity, fast response, and probes a 

compact well-defi ned volume.  It is important to 

emphasize that under certain conditions, CRDS 

can exhibit exceptional spectral resolution, en-

abling detailed measurements of absorption line 

shape.  To this end, we have developed a refi ned 

version of CRDS called frequency-stabilized 

single-mode cavity ring-down spectroscopy 

(FSSM-CRDS). Here, the ring-down cavity is 

actively length stabilized, the probe laser is fre-

quency locked to the ring-down cavity, and the 
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Figure 3.  Frequency-stabilized CRDS system.

Figure 4.  New PTG calibration apparatus.

frequency axis of the spectra is based upon the 

longitudinal mode spacing of the ring-down cav-

ity (see Fig. 3).

Using the existing FSSM-CRDS apparatus, ap-

propriate transfer standard generators and hy-

grometers, we will link H
2
O transition line inten-

sities to thermodynamic-based LFPG.  Taking 

advantage of the high spectral resolution afford-

ed by FSSM-CRDS, various line shape effects 

such as speed-dependent pressure-broadening 

and collisional narrowing of these transition line 

shapes by various media will also be quantifi ed.

DELIVERABLES: Link H
2
O transition line intensities 

to LFPG for water vapor concentration measurements 

in the range 10 nmol mo1-1 to 100 µmol mo1-1  and 

measure line shape effects in N2 and other gases. 

3Q 2005.

5. Moisture contamination is a serious problem 

in phosphine, arsine, silane, ammonia, and similar 

gases used in the epitaxial growth of high-purity 

semiconductor layers.  Semiconductor device 

manufacturers have expressed frustration with 

the irreproducibility of source material purity 

from vendor lot to vendor lot.  The critical con-

centrations of the impurities are not well known; 

however, it is believed that >10 nmol/mol oxygen 

or water in most process gases is undesirable.  

Optical methods for measuring the moisture im-

purity concentrations combine high sensitivity and 

straight-forward traceability through the LFPG 

absorption line strength measurements.   In col-

laboration with researchers in the NIST Chemical 

Science and Technology Laboratory, researchers 

in the NIST Electronics and Electrical Engineer-

ing Laboratory have developed a CRDS system 

linked with a semiconductor crystal growth sys-

tem to measure H2O at very low concentrations 

in semiconductor source gases and to correlate 

the process gas impurities with crystal properties.  

The system is being used to measure the lineshape, 

absorption coeffi cients, and frequency of optical 

transitions for water, phosphine, and ammonia 

in the vicinity of 935 nm and 1380 nm.  This 

information is critical to facilitate the use of high-

sensitivity spectroscopy techniques in these gases. 

The laboratory is equipped to allow safe handling 

of toxic gases such as phosphine and arsine, en-

abling collaborative experiments with industry on 

direct measurements of moisture in those gases.  

The CRDS capability should ultimately lead to 

improvements in semiconductor source gas purity, 

which will allow crystal growers to choose less 

expensive growth conditions without sacrifi cing 

optical emission effi ciency and yield in LEDs, 

semiconductor lasers, and photodetectors. 

 DELIVERABLES: Modify CRDS system for parallel 

tests with commercial instrumentation and conduct 

joint experiments on H
2
O in phosphine.  3Q 2005

Measure phosphine absorption lines in vicinity of H
2
O 

transition line at 943.082 nm and compare to previous 

H
2
O lines explored for overlap with phosphine.  If 

new line offers superior sensitivity, measure pressure 

broadening coeffi cients for H
2
O in phosphine. 4Q 2005

ACCOMPLISHMENTS

We have constructed a permeation tube cali-

bration facility (see Fig. 4).  The purpose of this 

system is to provide measurement traceability 

for industrial users of permeation tube humidity 

generators.  The calibration system comprises 

a custom PTG, the LFPG and high-sensitivity 

quartz crystal microbalance (QCM). The water-

containing permeation tubes to be calibrated are 

placed inside the temperature-stabilized PTG 

oven.  Water vapor diffuses from the tube surface 

into a precisely controlled stream of purifi ed N
2
. 

The diluent gas fl ow rate is adjusted so that the 

#
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Figure 7.  APIMS measurement of LFPG background 
H2O concentration showing decay to steady state 
level.

Figure 5.  Calibration repeatability (top) and 
deviations from the fi tting function (bottom) of a 
water-vapor permeation tube in the NIST Permeation 
Tube Calibration Facility.

Figure 6.  Proposed dilution system for extending the 
LFPG operating range to pmol mol-1 levels.

water vapor concentration produced by the PTG 

is equivalent to that produced by the LFPG, as 

measured by the QCM.  From these measurements 

the water permeation rate of the tube under test 

can be determined in terms of the known LFPG 

output.  As seen in Fig. 5, the calibrations derived 

from this system are repeatable to approximately 

1 %, which is signifi cantly superior to traditional 

gravimetric methods.

A new strategy for pmol mol–1 (ppt) -level 

humidity generation has been successfully imple-

mented. The approach, shown in Fig. 6, involves 

the controlled dilution of water vapor/gas mixtures 

produced by the LFPG, using a fl ow dilution 

system similar to that incorporated within the 

PTG calibration system described above. A check 

of the consistency of the ice vapor pressure cor-

relation used at NIST was performed over the 

temperature range between –95 °C to –82 °C.  A 

nominally constant humidity test point of 14 parts 

per billion (ppb) was produced by diluting water 

#

vapor / nitrogen mixtures from 14 ppb to 140 ppb 

with purifi ed nitrogen.   Measurements obtained 

using a quartz crystal micro-balance produced 

the same humidity value for all points, within the 

expected uncertainty of the system of analyzer 

and connecting tubing. 

The LFPG uncertainty analysis is based on the 

uncertainties in temperature and pressure within 

the LFPG saturator, ice vapor pressure and the en-

hancement factor for mixtures of water vapor and 

air.  However, this analysis neglects background 

effects associated with the transient adsorption 

and desorption of water vapor from internal sur-

faces in the fl ow manifold located downstream 

of the LFPG. For the lowest range considered, 

such processes may affect signifi cantly the water 

vapor concentration in the sample gas delivered 

by the LFPG to test instrumentation.  In collabo-

ration with Air Products Inc., we quantifi ed the 

magnitude of this water vapor background using 

atmospheric pressure ionization mass spectrom-

etry (APIMS).   Results, shown in Fig. 7, indicate 

that the background contribution to H
2
O from 

system components downstream of the LFPG 

was less than 0.2 nmol/mol.  These measurements 

also demonstrated that linearity deviations of the 

LFPG output H
2
O mole fraction are less than 

0.1 nmol/mol.

#

We have successfully developed an FSSM-

CRDS system to study the optical absorption of 

trace levels of water vapor with a resolution and 

accuracy unobtainable with other techniques.  The 

system is based on a near-infrared continuous 

wave diode laser emitting over the range 917 nm to 

943 nm. The gas sampling system is optimized for 

high-precision measurements of trace water vapor 

#
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Figure 8.  High-resolution FSSM-CRDS spectrum of 
a pair of pressure-broadened water vapor absorption 
transitions.  Symbols are experimental points, and 
lines are Voigt fi ts to the measured profi les.

concentration.  The fl ow system has all-metal 

seals, low dead volume, and active mass fl ow 

rate and pressure regulation. Background levels 

< 0.5 nmol mol-1 (background equivalent) have 

been demonstrated. The FSSM-CRDS method 

was used to probe water vapor absorption transi-

tions in the 936-nm spectral region.  In conjunc-

tion with humidity standards for determination 

of water vapor concentration, these spectroscopic 

measurements yielded relative uncertainties in 

line intensities less than 1 %.  Figure 8 shows mea-

sured spectra (symbols) and theoretical spectra 

(solid lines) for a pair of overlapping water vapor 

absorption transitions, each case corresponding 

to a given total gas pressure (with N
2
 as the buf-

fer gas).  These results illustrate that the spectral 

resolution and linearity of the FSSM-CRDS 

method enable precise quantifi cation of pressure 

broadening, collisional narrowing and asymme-

tries of the absorption line shape, thus minimizing 

systematic errors in the determination of number 

density and line intensity that typically arise from 

instrumental line broadening effects. Also, detec-

tion limits less than 10 nmol mol-1 of H
2
O in N

2
 

have been demonstrated, using the relatively weak 

absorption lines near 935 nm accessible with the 

near-ir diode laser used in this system.  

We have used a similar FSSM CRDS system to 

measure water vapor concentrations in the toxic 

gas phosphine in the 935-nm spectral region.  

Testing of fi ve strong water absorption lines in 

this region indicated that the least overlap with 

phosphine lines, and hence the highest sensitivity 

to water contamination, is present for the line at 

943.082 nm.  Future experiments will characterize 

this line for pressure broadening coeffi cients 

and ultimate sensitivity limits.  Figure 9 shows 

a typical H2O spectrum obtained with the 

automated FSSM-CRDS system and comparison 

with previously published measurements. 

Figure 9.  Survey spectrum of water vapor obtained 
with frequency stabilized CRDS apparatus.  The 
numbers correspond to peaks of individual 
absorption transitions.

COLLABORATIONS
Air Products and Chemicals Inc., Seksan Dheandhanoo; 

APIMS measurements of trace moisture and characterization 

of semiconductor gas purity.

Matheson Tri-Gas, Mark Raynor and Hans Funke; CRDS 

measurements of trace moisture in phosphine.

Tiger Optics, Yu Chen; CRDS measurements of trace 

moisture in phosphine.

Dow Chemical, Linh Le and J. D. Tate; CRDS measurements 

for process gas control RH Systems, Robert Hardy; 

Characterization of low range chilled-mirror hygrometers 

and humidity generators for standards laboratories.  

Southwest Sciences Inc, Chris Hovde.; Development of 

wavelength modulation laser hygrometer for trace H
2
O 

sensing.

Tiger Optics, Calvin Krusen ; evaluation of commercial 

CRDS technology.

Air Products and Chemicals Inc.; CRDS measurements of 

trace H2O in corrosive process gases.

RECENT PUBLICATIONS
V. Vorsa, S. Dheandhanoo, S. Ketkar, and J.T. Hodges, 

“Quantitative absorption spectroscopy of residual water 

vapor in high purity gases: Pressure-broadening of the 

1.39253 µm H2O transition by N2, HCl, HBr, Cl2 and O2,” 

Appl. Optics, 44, 611-619, (2005).

J. T. Hodges and R. Ciurylo, “Automated high-resolution 

frequency-stabilized cavity ring-down spectrometer,” Rev. 

Sci. Instrum., 76, 023112 (2005).
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J. G. Cormier, J.T. Hodges, and J.R. Drummond, “Infrared 

water vapor continuum absorption at atmospheric tempera-

tures,” Jour. Chem. Phys., 122, 114309 (2005).

S. Y. Lehmann, K. A. Bertness, and J. T. Hodges, “Optimal 

spectral region for real-time monitoring of sub-ppm levels of 

water in phosphine using cavity ring-down spectroscopy,” 

Jour. of Crys. Growth, 261, 225-230 (2004).

J. T. Hodges, “High-resolution cavity ring-down spectroscopy 

of H
2
16O at 10687.36 cm-1,” ISBN 1-55752-765-2, Laser Appli-

cations to Chemical and Environmental Analysis, Annapolis, 

MD, February 9-11 (2004).

J. T. Hodges, H. P. Layer, W. M. Miller, and G. E. Scace, “Fre-

quency-stabilized single-mode cavity ring-down apparatus for 

high-resolution absorption spectroscopy,” Rev. Sci. Instrum. 

75, 849-863 (2004).

G. E. Scace and J. T. Hodges, “Calibrating water permeation 

tubes using saturator-based primary trace humidity standards,” 

ISBN 1-892568-78-0, SEMICON West 2003, San Francisco, 

CA, July, 2003.

K. A. Bertness, S. Y. Lehman and J. T. Hodges, “Moisture 

measurements in semiconductor process gases using cavity 

ring-down spectroscopy,” Gases and Technology, March/April, 

21-25, (2003).

S. Y. Lehman, K. A. Bertness and J. T. Hodges, “Detection of 

trace water in phosphine with cavity ring-down spectroscopy,” 

Jour. of Crys. Growth, 250, 262-268 (2003).

K. A. Bertness, S. Y. Lehmann, J. T. Hodges, H. H. Funke and 

M. W. Raynor, “Trace water detection in semiconductor-grade 

phosphine gas,” Compound Semiconductor Manufacturing 

Expo 2002, San Jose CA, Nov. 11-13, 2002.

J. G. Cormier, J. T. Hodges and J. R. Drummond, “On the Ap-

plication of Cavity Ringdown Spectroscopy to Measurements 

of Line Shapes and Continuum Absorption,” in SPECTRAL 

LINE SHAPES: 16th International Conference on Spectral 

Line Shapes (Volume 12), AIP Conference Proceedings 645, 

ed. Christina A. Back, pp.401-412 (2002).

D. C. Hovde, J. T. Hodges, G. E. Scace, J. A. Silver, “Wave-

length-modulation laser hygrometer for ultrasensitive detec-

tion of water vapor in semiconductor gases,” Appl. Opt., 40, 

829-839 (2001).

G. E. Scace, and J. T. Hodges, “Uncertainty of the NIST 

low frost-point humidity generator,” Proceedings of the 

8th International Symposium on Temperature and Thermal 

Measurements in Industry and Science, June 19-21, 2001, 

Berlin, Germany.

P. H. Huang, G. E. Scace, and J. T. Hodges, “Measuring 
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moisture generators,” Proceedings of the 8th International 

Symposium on Temperature and Thermal Measurements in 

Industry and Science, June 19-21, 2001, Berlin, Germany. 
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“On behalf of SensArray 

Corporation, I express 

our deep gratitude to 

NIST for signifi cantly 

contributing to ad-

vances in semiconduc-

tor lithography process 

optimization and control. 

NIST has contributed to 

improved CD control in 

lithography processes 

through the establish-

ment of measurement 

methods and standards 

for wafer thermal bake 

cycle dynamics in resist 

processing. This support 

is just in time, as the next 

area of focus for photo 

resist processing opti-

mization is bake cycle 

dynamics. Your work 

will be of value to every 

advanced semiconductor 

factory.”
Wayne Renken, President 
SensArray Corp.

TEMPERATURE MEASUREMENTS AND STANDARDS 
FOR RAPID SEMICONDUCTOR PROCESSING

GOALS

The goal is to develop the technologies required 

to enable the improved accuracy of temperature 

measurements in semiconductor wafer process-

ing as prescribed in the International Technology 

Roadmap for Semiconductor (ITRS).  

Our project, initiated in 1997, has resulted in 

improved calibration wafer technology based on 

thin-fi lm thermocouples (TFTCs) in conjunction 

with wire thermocouples (TCs) on test wafers 

for in-tool radiation thermometer (RT) cali-

bration, achieving a 2 °C standard uncertainty 

of measurements in rapid thermal processing 

(RTP) tools. We have also developed improved 

procedures for the calibration of lightpipe radia-

tion thermometers and theoretical models for the 

relationship between the true wafer temperature 

and the indicated radiance temperature. With 

the completion of this work, we are now focus-

ing on: 1) collaborating with the semiconductor 

industry in implementing new methods for reli-

able and traceable temperature measurements, 

2) developing new resistance sensors for the 

range 300 to 600 °C, and 3) understanding mea-

surement errors when calibration wafers are used 

in non-isothermal environments.

CUSTOMER NEEDS

The measurement needs of the semiconductor 

manufacturing industry have been stated in the 

ITRS. The requirement is for measurement and 

control of RTP tools to ± 2 °C during dopant an-

neal with calibrations traceable to the Interna-

tional Temperature Scale of 1990 (ITS-90). In 

the 2004 edition of the ITRS in the section on 

“Metrology Diffi cult Challenges” the roadmap 

states “Better sensors must be developed  for … 

wafer temperature measurement during RTA.” 

Current needs include better temperature mea-

surement uncertainty in post exposure bake 

(PEB) processing of resists and in rapid thermal 

processing (RTP) of wafers including silicide 

formation in the temperature range of 300 °C to 

700 °C.  Understanding differences of tempera-

ture readings between different instrumented 

wafers is also a high priority.

Our customers are the device manufacturers and 

the suppliers of thermal processing equipment 

and temperature measurement instrumentation. 

This community forms our project’s Common 

Interest Group (CIG), 20 companies meeting 

annually since 1997. They serve as a bridge be-

tween research and practice, provide advice on 

shaping objectives, and generate opportunities 

for technology transfer. We have had our NIST 

patented thin-fi lm thermocouple wafer evaluated 

at the ISMT (Sematech)/ University of Texas 

RTP LPRT test facility and at Vortek Ltd. manu-

facturers of RTP tools. Currently Applied Mate-

rials and Atmel, both RTP tool manufacturers, 

are evaluating the NIST test wafer.

TECHNICAL STRATEGY

Our research is focused on four projects that will 

enable the semiconductor industry to meet the 

roadmap requirements:  (a) support our industri-

al collaborators in the use of test wafers with im-

proved thin-fi lm technology to demonstrate in-

tool calibration of RTs traceable to the ITS-90, 

(b) develop new, accurate sensors for the 300 °C 

to 700 °C range, where commercial sensors are 

inadequate, (c) investigate effects on measure-

ments of imperfect thermal environments, and 

(d) develop silicon-wafer emittance standards 

for improved temperature and emittance mea-

surements. 

Cooperative projects with Applied Materials and 

Atmel industries are investigating the use of the 

NIST calibration wafers in industrial RTP tools. 

These evaluations are critical for transferring the 

NIST developments to the semiconductor pro-

cessing industry. The NIST TFTC calibration 

wafer has demonstrated unique capabilities in 

temperature measurements and in establishing 

traceability to the ITS-90  . We have also prepared 

a document “Instructions for use of the NIST 

Thin-Film Thermocouple Calibration Wafer” in 

response to requests from our CIG. It is being 

reviewed by our users and will be fi nalized by 

12/31/05.

DELIVERABLES: NIST TFTC calibration wafers and 

instructions for application of NIST calibration wafer, 

and joint report with Applied Materials and Atmel on 

LPRT calibrations. 3Q 2005

Members of our CIG have also asked us to de-

velop calibrated thin-fi lm resistors for wafer tem-

perature measurement from 300 °C to 600 °C. 

These measurements are needed for more accu-

rate control of the silicide anneal RTP. We have 
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undertaken the development of precision plati-

num thin-fi lm RTDs directly on the silicon wa-

fers to improve the uncertainty of in situ wafer 

temperature measurement at these temperatures. 

Initial results are promising, and have motivated 

new work concentrating on reducing hysteresis 

and uncertainty, and on achieving high and re-

peatable values of the thermal coeffi cient of re-

sistivity. 

DELIVERABLES: Report on the uncertainty and tem-

perature range of thin-fi lm Pt resistor thermometers 

directly on Si wafers. 3Q 2006

As a fi rst step in determining the sensitivity of 

a sensor on an instrumented wafer to a non-iso-

thermal environment, it is necessary to mea-

sure the thermal resistance between the sensor 

and the silicon substrate.  We are developing a 

technique where the temperature of the silicon 

wafer is modulated, and the response of the sen-

sor measured synchronously.  Simple theoretical 

models can be fi t to the data to ascertain the ther-

mal resistance between sensor and wafer. This 

technique is envisioned as a useful quality-as-

surance tool for manufacturers of instrumented 

wafers.

DELIVERABLES:  Paper on measuring the thermal 

response time of commercial embedded sensors. 

3Q 2005.

CIG meetings have been held annually since 

1997 for the purposes of assessing and planning 

project research directions, and for fostering col-

laborative work with equipment suppliers, chip 

makers, and instrumentation suppliers.  At the 12th 

International Conference on Advanced Thermal 

Processing of Semiconductors (RTP’04, Sept., 

2004, Portland, OR), the meeting addressed sev-

eral major needs in temperature measurement. 

We had requests by our industrial collaborators 

for test wafer demonstrations and discussions 

on proposals for establishing emittance stan-

dard wafers.  At RTP’04 our team organized two 

regular conference sessions under the theme of 

traceability of RTP temperature measurements.  

Papers were presented on TC and RT calibra-

tions methods and thermal modeling.  A panel 

discussed plans for an industry-wide emittance 

standards initiative.  An important contribution 

by NIST to the initiative is the use of the high 

temperature properties measurement facilities 

to generate a reliable, traceable database and to 

validate optical properties models.

DELIVERABLES: Organize and conduct CIG meeting 

on traceable temperature measurements at key indus-

try RTP conference. 4Q 2005

ACCOMPLISHMENTS

DEVELOPMENT OF RESISTANCE SENSORS 
FOR 300 °C TO 700 °C APPLICATIONS

We have explored the performance of platinum 

resistance thermometers deposited directly on 

oxide-coated silicon wafers.  Our work has mea-

sured the effects of thickness and bond coat (Ti 

or Zr) of the Pt thin fi lms. We have also measured 

the effect of ambient atmosphere (air or nitrogen) 

on the hysteresis and thermal coeffi cient of resis-

tivity, α.  The value of α was not sensitive to the 

annealing temperature or Ti bond-coat thickness, 

but did depend on the Pt thickness.

CALIBRATION OF LPRTS IN THE RANGE 
300 °C TO 700 °C
LPRTs have been become mainstream in the 

temperature measurement in the RTP community. 

We have calibrated LPRTs for RTP applications 

using a sodium heat-pipe blackbody between 

700 °C and 900 °C with an uncertainty of about 

0.3 °C (k=1) traceable to the ITS-90.  Recently, 

cable-less LPRTs (CLRTs) offer a decisive ad-

vantage to enable radiometric measurements at 

lower temperatures than traditional LPRTs. New 

application of CLRTs can eliminate 2.0 °C or 

more uncertainty from the calibration scheme. 

We have used the NIST RTP Test Bed to perform 

intercomparisons between the TFTCs and the new 

low-temperature (300 °C to 700 °C) CLRTs.  Our 

study has established calibration uncertainties for 

comparison of CLRTs against the TFTCs in situ, 

and has established uncertainties for model-cor-

rected CLRTs calibrated against blackbodies. 

LIGHTPIPE PROXIMITY 
We designed an experimental and analytical 

study to quantify the lightpipe proximity ef-

fect and provide a model for industrial users of 

LPRTs to correct their LPRT readings. The ex-

periments employed TFTC wafers, our RTP test 

bed, and LPRT readings to characterize the ef-

fects of lightpipe proximity on wafer tempera-

tures. We found that the wafer temperature can 

be depressed more than 20 °C by positioning the 

lightpipe tip too close to the wafer. These results 

were presented in a paper for the 2003 Interna-

tional Conference on Characterization and Me-

trology for ULSI Technology and at the 2003 10th 

International Conference on Advanced Thermal 

Processing of Semiconductors (RTP 03).



Semiconductor Microelectronics and Nanoelectronics Programs 135

TRANSIENT RESPONSE OF TEMPERATURE 
SENSORS DURING THE POST EXPOSURE 
BAKE PROCESS

Recent studies on dynamic temperature profi l-

ing and lithographic performance modeling of 

the PEB process have demonstrated that the rate 

of heating and cooling may have an important 

infl uence on resist lithographic response. We 

conducted an experimental and analytical study 

to compare the transient response of commer-

cial, embedded platinum resistance thermometer 

(PRT) sensors with surface-deposited TFTCs. A 

dual instrumented wafer for PEB evaluation is 

shown in Fig 1. Experiments were performed on 

a commercial module using wafers instrumented 

with calibrated type-E TFTCs and commercial 

PRTs.

Figure 1. Wafer instrumented with PRTs and type-E 
thin-fi lm thermocouples.

We measured the temperature of 200 mm Si 

wafers in a commercial-type PEB module us-

ing both embedded PRTs and thin-fi lm thermo-

couples (TFTCs) through a typical thermal cycle 

from ambient, to 150 °C, and back to ambient. 

The transient response of the TFTCs led the PRT 

sensors, indicating a PRT lag (typically) of 2 °C 

on heating and up to 4 °C on cooling for several 

seconds. The wafer time constants for response 

were strongly affected by the air gap distance 

between the wafer and hot plate as expected.  

Thermal models were presented that showed es-

timates for heating time constants in good agree-

ment with experimental data. Lithography simu-

lation results were presented that showed the ef-

fects of transient and offset temperature profi les 

on CD variations.

CALIBRATION OF PRT SENSORS FOR 
INSTRUMENTED WAFERS

Calibration of PRTs that have been imbedded in 

instrumented wafers presents a challenge for the 

manufacturer:  the wafers are much larger than 

commonly calibrated thermometers, the calibra-

tion process cannot contaminate wafers intended 

for use in a semiconductor-processing facility, 

and the uncertainty requirements for PEB ap-

plications are fairly demanding (standard uncer-

tainty of approximately 0.01 °C).  To validate the 

methods used in industry, a commercial instru-

mented wafer was calibrated both by NIST and 

by the manufacturer in the range 15 °C to 95 °C.  

The results were well within the stated manufac-

turing tolerance of the wafer and our expecta-

tions for the sensors used on the wafers.

EMITTANCE STANDARDS INITIATIVE

During the RTP 2003 Meeting in Charleston, SC, 

a whole session was dedicated to the introduction 

of the emittance standards initiative.  The session 

was opened by comments from Steve Knight, the 

NIST OMP Director, who explained the role of 

NIST in the initiative.  Three talks focused on 

NIST’s role in the initiative and explained the 

NIST room-temperature refl ectance facility, the 

NIST high-temperature emittance facility, and 

experimentally validated optical property mod-

els for semiconductor materials.  The climax of 

the meeting occurred when a panel of experts in 

the RTP industry discussed the need for creating 

emittance standards with measurements trace-

able to NIST and explained what the standards 

would entail.  A summary of conclusions and 

action items were listed, and the fi nal outcome 

was the unanimous desire and support for creat-

ing emittance standards, as voiced by the panel.  

Invitations were issued to fi ve different RTP 

manufacturers and users, who had expressed a 

need for emittance standards.  To date, four of 

the fi ve vendors have already submitted sets of 

silicon wafer standards for measurement.  The 

high-temperature facility is being set up to com-

mence characterization of the standards.

LASER-REFLECTOMETER RADIATION 
THERMOMETER

A Laser-Refl ectometer Radiation Thermometer 

(LRRT) employs a refl ectometer to measure 

normal refl ectance and Kirchoff’s Law to cal-

culate the emissivity.  The measurements of the 

emissivity and the radiance temperature can be 
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combined to determine the true surface tempera-

ture.  Although alignment was very sensitive and 

frequent in-situ emissivity calibrations with the 

LRRT was necessary, the measured emissivity 

values differed from NIST measurements with 

the Spectral Tri-function Automated Reference 

Refl ectometer (STARR) facility by less than 

2 %, while the measured temperatures differed 

with the NIST thin-fi lm thermocouples by less 

than 4 °C.  With improvements in the LRRT, it is 

possible to take advantage of the emissivity mea-

surement to make a more accurate temperature 

measurement of the wafer during processing.

RECENT PUBLICATIONS
W. A. Kimes, K. G. Kreider, D. C. Ripple, and B. K. Tsai, “In 
situ Calibration of Lightpipe Radiometers in Rapid Thermal 

Processing Between 300 °C and 700 °C,” in Proceedings of 
the 12th IEEE International Conference on Advanced Thermal 
Processing of Semiconductors, RTP 2004, J. Gelpey, et al., 

eds., Sept. 2004, Portland, OR, p. 156-162.

B. K. Tsai, D. P. DeWitt, K. G. Kreider, and W. A. Kimes, 

“Emissivity Compensated Pyrometry for Specular Silicon 

Surfaces on the NIST RTP Testbed,”  in Proceedings of the 
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PLASMA PROCESS METROLOGY

GOALS

To provide advanced measurement techniques, 

data, and models needed to characterize plasma 

etching and deposition processes important to 

the semiconductor industry, enabling continued 

progress in model-based reactor design, process 

development, and process control.

CUSTOMER NEEDS

To fabricate future generations of devices, the 

semiconductor industry requires improvements 

in plasma etching and deposition processes.  

Plasma processes and equipment face increas-

ingly stringent requirements due to the need to 

maintain high device yields at decreasing feature 

sizes, the introduction of new dielectric materi-

als, and the constant pressure to keep produc-

tion effi ciency high.  To meet these challenges, 

the 2004 update to the International Technology 

Roadmap for Semiconductors (ITRS) identi-

fi es a need for better, more predictive modeling 

of the impact of equipment on process results 

(Modeling and Simulation section, page 11, Ta-

ble 122c).  To obtain more reliable predictions of 

the chemical, physical, and electrical properties 

of processing plasmas, the dependence of these 

properties on processing equipment, and the ef-

fect of these properties on process results, fur-

ther progress in model development and valida-

tion is required.  The ITRS also identifi es a need 

for development of robust sensors and process 

controllers (Metrology section, page 2, Table 

115) which are able to convert large quantities of 

raw data into information useful for improving 

manufacturability and yield.

TECHNICAL STRATEGY

Our multifaceted program provides numerous 

outputs to assist our customers, including ad-

vanced measurement methods, high-quality ex-

perimental and fundamental data, and reliable, 

well-tested models of plasma behavior.

First, we develop and evaluate a variety of 

measurement techniques that provide industry 

and academia with methods to characterize the 

chemical, physical, and electrical properties of 

plasmas.  The techniques we develop include im-

proved laboratory diagnostic measurements for 

use in research and development, as well as more 

robust, non-perturbing measurements for use in 

process monitoring and control in manufacturing 

applications.

In addition to measurement techniques, we also 

provide data necessary for gaining an under-

standing of complex plasma properties and for 

testing and validating plasma models.  The data 

help semiconductor manufacturers and plasma 

equipment manufacturers to better understand 

and control existing processes and tools and help 

them to develop new ones.  The experimental 

data we provide are measured under well-defi ned 

conditions in highly-characterized standard plas-

ma reactors.  Our reactors include capacitively 

coupled cells as well as inductively coupled, 

high-density plasma reactors, one of which is 

shown in Fig. 1.

Figure 1.  One of the inductive, high-density plasma 
reactors used in our experimental studies.

Finally, we are engaged in the development 

and validation of plasma models.  Such efforts 

concentrate on modeling of plasma sheaths, 

the thin regions at the boundary of the plasma.  

Sheaths play a dominant role in determining 

discharge electrical properties and the properties 

of the highly energetic ions that are necessary for 

plasma etching.  More accurate sheath models are 

needed to better predict and optimize discharge 

electrical characteristics and ion kinetic energies.  

Sheath models are also used to develop new 

types of process monitoring techniques based on 

radio-frequency electrical measurements.

Our ongoing and planned efforts focus on mea-

surement, data, and modeling challenges in the 

following specifi c areas:  

1. An electrical measurement technique devel-

oped at NIST for use in process monitoring and 

Technical Contacts:

M. Sobolewski

K. Steffens

E. Benck

       

“NIST is one of the lead-

ers in plasma processing 

related research in the 

U.S.  They have capabil-

ity to thoroughly under-

stand plasma behavior 

using a variety of diag-

nostics tools.”
Peter Ventzek
Motorola

“The NIST plasma pro-

cess metrology group 

has helped us to under-

stand the fundamental 

physical and chemi-

cal processes that are 

important to electronics 

materials and semi-

conductor processing 

industries.”
Bing Ji,
Air Products and 
Chemicals, Inc.
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control applications continues to be the subject 

of further testing and validation.  This technique 

relies on noninvasive, nonperturbing measure-

ments of the radio-frequency (rf) current and 

voltage applied to plasma reactors.  The rf mea-

surements are compatible with commercial reac-

tors and they contain valuable information about 

the fl ux and energy of the ions that bombard wa-

fers during processing.  Values for the total ion 

fl ux and ion energies are obtained by analyzing 

the current and voltage signals using electrical 

models of the plasma and its sheaths.  To vali-

date the technique, experiments in an rf-biased, 

inductively coupled plasma reactor have been 

performed both with and without silicon wafers 

loaded in the reactor.  Plasma potentials, sheath 

voltages, total ion currents, and ion energy distri-

butions obtained from the rf measurements have 

been compared against independent measure-

ments and shown to be in good agreement.  The 

technique has been used to monitor long-term 

drift in ion energy and total ion fl ux.  We have 

also monitored the more rapid changes that oc-

cur when the pressure, power, and gas fl ow are 

perturbed in ways that mimic equipment faults.  

Future efforts are directed towards demonstration 

of the usefulness of the technique in industrial 

plasma reactors.  We have begun a collaboration 

with an industrial company in which we will 

perform tests in a prototype commercial reactor 

equipped with an electrostatic chuck.  The tests 

will evaluate the validity and usefulness of the 

NIST-developed electrical measurements, mod-

els, and analysis techniques in the commercial 

reactor.

DELIVERABLES:  Evaluate the validity and utility of 

rf measurement techniques, electrical models, and 

analysis techniques in a commercial plasma reactor. 

2Q 2006

2. A new method for measuring electron num-

ber density in plasmas, the wave cut-off method, 

has recently been developed at KRISS, the Ko-

rea Research Institute of Standards and Science.  

The technique can be used to characterize spatial 

variations in the electron density without many 

of the disadvantages of traditional Langmuir 

probe measurements.  Information provided by 

the wave cut-off technique, if it is shown to be 

of suffi cient reliability and accuracy, would be 

of use in the further development and testing of 

plasma models.  It would also provide a better 

understanding of important electron collisions in 

plasmas as well as the factors that infl uence plas-

ma spatial uniformity.  We will be collaborating 

with a guest researcher from KRISS to imple-

ment the wave cut-off technique in our labora-

tory and to evaluate its accuracy and usefulness. 

DELIVERABLES:  Implement and evaluate the wave 

cut-off method for measuring electron density in plas-

mas. 2Q 2006

3. Many industrial plasma etchers are equipped 

with optical emission spectrometers, which have 

proven useful for endpoint detection, fault detec-

tion and classifi cation, and automatic process 

control.  At present we are planning and initiat-

ing experiments in which optical emission mea-

surements will be combined with the noninva-

sive electrical measurements described in item 

1, above.  Optical emission complements the 

electrical measurements by providing informa-

tion about drift or other changes in the chemi-

cal species within the plasma—information that 

would be diffi cult or impossible to obtain solely 

from electrical measurements.  We will evaluate 

whether data provided by optical emission can 

be used by the electrical analysis algorithms to 

obtain increased accuracy in ion current and ion 

energy monitoring.  We also plan to assess the 

relative merits of optical and electrical detec-

tion of various types of process drift, equipment 

faults, and other changes such as etch endpoint. 

DELIVERABLES:  Compare sensitivity and utility of 

optical emission and electrical techniques for monitor-

ing drift in etching reactors.  Evaluate improvements 

gained by combining electrical and optical emission 

measurements. 4Q 2005

4. Dual frequency capacitively-coupled plas-

ma (CCP) sources are becoming increasingly 

important in semiconductor manufacturing 

processes, however, there appear to exist only 

limited amounts of published data on these 

plasma sources.  Most experimental papers 

concentrate solely on the source etching char-

acteristics, and numerous theory papers on the 

dual-frequency sources show few comparisons 

with actual experimental data.  We will address 

several issues related to dual frequency sources, 

concentrating on how the sheath is affected by the 

dual frequencies.  How does applying the two rf 

frequencies to a single electrode compare with 

applying the frequencies to separate electrodes?  

How does varying the two frequencies modify 

the plasma?  How independent is the ion energy 

control and plasma production?  We will obtain 

time-resolved (0.5 ns) spectrographic data from 

the entire plasma.  This data will be combined 

with measurements of the voltage and current 
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waveforms.  In addition, plasma density will be 

measured by either microwave interferometry or 

a plasma frequency cut-off technique. 

DELIVERABLES: Measure time-resolved (0.5 ns) 

spatially-resolved optical emission and plasma 

electrical characteristics in dual frequency plasmas 

to determine the effect of dual frequency on plasma 

characteristics.  2Q 2006

ACCOMPLISHMENTS

The NIST-developed, noninvasive, model-

based electrical technique for monitoring ion en-

ergy and total ion fl ux has recently been validated 

in actual etching conditions in CF4/Ar plasmas 

(Fig. 2).  Unlike previous validations, performed 

with no wafer present, the recent validations were 

performed with silicon wafers — oxidized and 

bare — loaded into the reactor.  The wafer, as well 

as the contact between the wafer and the electrode 

on which it rests, both contribute an electrical im-

pedance which, if unaccounted for in the model, 

can cause errors in the ion energy distributions 

and total ion fl ux obtained from the noninvasive 

technique.  At low rf bias frequencies < 100 kHz, 

the contributed impedance was large, resulting 

in substantial errors in the noninvasive results.  

Nevertheless, at bias frequencies of 1 MHz or 

higher, which are more typical of semiconductor 

manufacturing, the wafer and wafer contact con-

tribute only a few ohms of impedance, resulting in 

an uncertainty in noninvasive ion energies of only 

a few electron volts.  The speed of the analysis al-

gorithms has also recently been greatly increased, 

making it possible to monitor changes in ion en-

ergy and total ion fl ux with a time resolution on 

the order of 1 second.  In recent demonstrations, 

#

Figure 2.  Ion energy distributions from noninvasive 
electrical measurements, determined in real-time 
during an oxide etch in an Ar/CF4 plasma.

the speeded-up technique has been used to moni-

tor small changes in ion energy and total ion fl ux 

that occur over the course of a “normal” oxide 

etch, as well as larger changes that occur when 

the pressure, power, and gas fl ow were perturbed 

in ways that simulate equipment faults. 

Sub-millimeter wave absorption spectroscopy 

is being developed as a plasma diagnostic to 

identify and monitor species in etching plasmas 

(Fig. 3). Sub-mm wave spectroscopy can moni-

tor the crucial chemical species in a plasma and 

provide the necessary feedback for understanding 

plasma processing. This technique was used to 

measure radical densities in several fl uorocarbon: 

oxygen: argon etching plasmas. The etching rate 

of SiO2 in these types of plasmas exhibit a local 

maxima as a function of the oxygen to fl uorocar-

bon ratio. The sub-mm absorption measurements 

in C4F6 and C4F8 containing discharges showed 

increasing CF and CF2 radical densities with 

decreasing oxygen to fluorocarbon ratios for 

ratios below the SiO2 etching maximum. In addi-

tion, absorption measurements of CO and COF2 

indicate that surface etching of the wafer plays 

an important role in the CO, but not the COF2, 

radical production. The infl uence of wafer coat-

ings on the plasma was investigated by comparing 

the radical densities with different photoresist 

coated wafers (two types of 157 nm photoresist 

and an I line photoresist) in an etching plasma. No 

signifi cant difference was observed between the 

CF densities for the different wafer coatings, but 

there was a signifi cantly higher CF2 density with 

the I line photoresist than the 157 nm photoresists 

tested. Time-resolved density measurements dem-

onstrated that plasma conditions were changing 

during the etching of a single wafer. Both CF 

#

Figure 3. Sub-millimeter wave absorption spectrum 
of CHF3 in a high-density, inductively coupled 
plasma.
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and CF2 demonstrated a gradual rise for the fi rst 

~100 seconds followed by relatively constant 

levels which is probably due to the development 

of fl uorocarbon layers within the plasma etching 

chamber. The density of CHF3 showed a strong 

spike at the start of the discharge which rapidly 

decayed to a low level during the remainder of the 

wafer etch, even though no hydrogen containing 

feed gases were being used. The hydrogen is prob-

ably originating from the dissociation of residual 

water vapor in the vacuum chamber.  Together 

these measurements illustrate the usefulness of 

sub-mm spectroscopy for providing a useful un-

derstanding of plasma radicals and its potential 

as a process monitoring tool.

We have also developed the capability to mea-

sure spatially resolved 2-D temperature maps in 

fl uorocarbon plasmas using planar laser-induced 

fl uorescence (PLIF) of the CF radical (Fig. 4).  

Several PLIF images are measured, each prob-

ing a different rotational level to give a 2-D map 

that is related to the CF population in the probed 

rotational state.  With the relative population for 

several rotational levels known at each location, 

a rotational temperature map is calculated and 

assumed to be equivalent to the gas temperature 

under these conditions.  We have measured tem-

perature maps in CF
4
 plasmas as a function of pres-

sure and power, with and without silicon wafers 

present.  Simultaneously, CF density images were 

obtained.  Under our conditions, radial variations 

in temperature from 10 K to 90 K were observed.  

Axial temperature gradients were also observed 

to be quite large, especially under our highest 

pressure conditions (800 mTorr or 107 Pa). The 

strongest temperature gradients were consistently 

found near the cooled electrode surfaces.  These 

variations can have strong implications.  Species 

density measurements that probe a specifi c rota-

tional level can be misleading if the population of 

the chosen rotational level is not constant within 

the temperature range investigated.  In addition, 

gas density in hotter regions will be lower, and 

this must not be interpreted as a chemical effect.  

Especially near surfaces, where species density 

fl uxes are often interpreted as indicating surface 

chemistry, one must be aware of the implications 

of these temperature effects.  In addition, under-

standing temperature is important for modeling, 

since chemical reaction rates are often a function 

of temperature.

#

Figure 4. Temperature maps of a capacitively 
coupled CF4 plasma at 200 mTorr, with and without a 
silicon wafer.

Fundamental data continue to be distributed 

to plasma modelers throughout industry and aca-

demia via the Web-based NIST “Electron Inter-

actions with Plasma Processing Gases” database 

(http://eeel.nist.gov/811/refdata/) (Fig. 5). This 

Web site has experienced tens of thousands of hits 

throughout its history.

#

Figure 5. Recommended electron cross section 
data for SF6 (shown here) and many other plasma 
processing gases are available at http://eeel.nist.
gov/811/refdata/. 
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